RECEIVED " s avsso orei
By Carol Day at 8:15.am, Jun 05,

%% MISSOURI DEPARTMENT OF HEALTH
0 STATE PUBLIG HEALTH LABORATORY

9Y DATAMASTER MAINTENANCE REPORT GHQ Academy
Complete this reporl in duplicate al the ilme of the ragular monthly preveniive mainlenance check, and whenever nstrument

is repaired. Send copy 1o Dapartment of Health; relain original In department file.
DATAMASTER 8N

DATE OF INSPECTION
940220 6/2/2009
LOCATION OF INSTRUMENT {STREET AND CiTY) TIME OF INSPEGTION
151 E. Elm 8St,, Jetferson City 14:49
CHECKLIST: Place a check (v} to the left of each item if found to be sallsfaclory or I operating within established limits, (Write
in observed values where determined.) Unchecked itams must be corrected before using instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

COMPUTER DETECTOR
PROGRAM _ FILTERS

[/} HEATERS SAMPLE CHAMBER ~ +49°C @AQUARTZ STANDARD
v} FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

] TIME AND DATE 13:45 6/2/2008

SIMULATOR TEMPERATURE (34 °C +0.2°C)  +34.20°C

I} CALIBRATION CHECK -
Run three tests using a standard solitlon. All throe tests must ba within £ 5% of the standard value and must have a
spread of .005 or fess. Check the box corresponding Lo the standard solution being used, (PRINTOUT ATTACHED) {LJSE
RECIRCULATION PUMP)

[7]0.100% STANDARD - MUST READ BETWEEN 0.085% and 0.105% INGLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 » 040 TEST2 ™ .040 TEST3 » 040

PERFORM R.F.I. TEST {PRINTOUT ATTACHED)

NUMBER OF REFUSALS, SINGE LAST MAINTENANGE REPORT, ANO NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (B0 NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0 [{0-.04) 0 {.05-.09) 0 {.10-.14) v (.16-.19) ¢ (Over .19) 0

List any new paris and describe any alteratlon or modification that was mads o restore the instrument to operate satisfactorily
and wilhin established limits {use olher side if nacessary}
Upgtaded firmwars from 12-15-19989 to 04-07-2008. Reset time of ingtrument (DST).

Guth Laboratories, lot #08010, expining 1/6/2010
INSPECTING OFFICER i Ce

SIGNATURE PRINT NAME
» pedl ) Aoit }) Dewayne D, Carver
TYPE Il PEAMIT SUONDATEN - Y TELEPHONE NUMBER
10/29/2009 {573) 751-4722
240 550-1458 (9-94) AN EDUAL GPPOH FNTY/AFFIRMATIVE ACHON EMPLOYER Lab.-118

services plovded on 8 RocEaGrimialion bity




®
A@B GUTH LABORATORIES, INC.

590 NORTH 67lh STREET # HARRISBURE, PA 17111- 4-511 & TELEFPHONE: 717-564-6470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulatqr

Random Samples of Lot Number 09010 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contam 0.0482 pcrcent
(w/vol) ethyl alcohol. The expiration date for this lot
number is January 6, 2010 at 11:59' PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.04 percent BAC.

The ‘alcohol and water used in this solution were

free of test interfering substances.

C?.Z?//gz%

Ted L. Pauley, President
GUTH LABORATORIES, INC.




FACE THIS SIDE DOWN - THIS EDGE IN FIRST

REORDER ALL SUPPLIES FROM NP AS,
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FACE THIS SIDE DOWN - THIS EDGE IN FIRS’! FACE THIS SIDE.DOWN - THIS EDGE IN FIRST
BAC DataMaster . BAC DataMaster

Evidence Ticket ] Evidence Ticket
. MISSOUR] STRTE WIGHWRY PATROL - | - . MISIOURT STATE HIGHUAY PATROL
BAC DATAMASTER sCRIAL fj'iU;LE}E 24H000 BAC DATRMASTER SERIAL MUMEER 248024
BESB2 AT ' BEsB2-89
TESTING OFFICER: _* ARREST TIME: 02:50
CARVER/TIEWRYHED - _3U§JEST MAME:
OFFICER 1.D.: 041 | B D S -y
ERMIT MOMBER: 720213 o] DOE: elepdedt SRR M
BTRATIAN TaTes t0soain STATE/DL L. 3 88
EXPIRATION DATE: 1923709 ST .
WISCELLAMEOLS DATA: { - BRRESTING OFFICER:
34 YAPOR CALIBRATION CHECK . SEPIRER 105w
| GUTH LABS LOT 89919 EXP ls4.o2918 CER I.D.: X
- g 19 EaF 1052018  TESTING DFFICER:
——= SUPERVISIR MODF -—- L : CARVER/DEWRYMHE/D
- FERVIZOR HOLE © OFFICER 1.D.: 041
BLANK TEST . B ja350 | - PERMIT HUMBER: Fog2id
IHTERMAL STRHDARD UERTFIED 1Sz | - EWPIRATION DATE: 18-29/89
EXTERNAL STANDART 4D 14152 | HISCELLAHEQUS DATA:
- BLAMK TEST .88 14153 - RFITEST
" EXTERMAL STAMDARD .48 14:54 | . L
BLANK TEST B9 14154 , -—- BREATH AMALYZIE ---
EXTERNAL STANDARD - .&d8 14155 -
CBLATK TEST . oo © 14155 oy BLAMK TEST | Bgg . 15
| 1) vorrerinC sTannARD VERIFIED  15i83
M= 3 - ' - RADID INTERFEREMIE
S, = .1
AVE, = .4




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

DEWAYNE D. CARVER

is hereby authorized to instruct and supervise operators, train instructors, inspect,

- calibrate, perform field repalrs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcohollc conterit of blood from a sample of expired (alveolar)
air. [ssued under the provisionsof sections 577.020 through 577.041, RSMo 19886,

IDF‘EQ_N.IA'O/ZWW S T L s e L

™" Director of State Public Health Laboratory ..

Numl;ar‘;'zzgm____
expires -1 0/29/2009 -
. Directar, Department of Health ~ -

MO 680-0771 {T-88) . Lab, 4 {R7-83)




